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phone: [718] 340-7000 [Ext 5301]

Warning 1 etter

David L. Wuest, MD July 21, 1697
Director of Blood Bank
...... Clanewm LV Aatinesoms o aVay=0 antar
Memorial Sloan Kettering Cancer Center
1AMIE Xy 1 Ao
1270 YOIK AVCIUC
- -y 1 - _ 1. 1.NnNA ~
ew York, New York 10021 Ref.: 67-NYK-97

Dear Dr. Wuest:

During an inspection of Memorial Hospitai for Cancer & Allied Diseases biood bank ,
located at 1275 York Avenue, New York, NY conducted between April 18 and May 20, 1557,
our investigators documented violations of Section 501(a)(2)(B) of the Federal Food, Drug,
and Cosmetic Act (the Act) and Title 21, Code of Federal Regulations, (21 CFR ), Parts 211
and 600-680.

At the conclusion of the inspection, the investigators presented their Inspectional
Observations (FDA 483) to you and discussed their findings. The following violations were
noted:

o

1. Failure to maintain complete and accurate records providing the entire history of all work

-

a. Printout tapes containing unit testing results generated by thesiiSaRalye
%W‘%are not always maintained. Batch plates were re-read without documenting
the reason for invalidating the initial read, nor are the initial read tapes available. For example:
HIV 1/HIV-2 assays, plate # 4468374, HTLV-1 assays, plate # 4841868, HCV assay, plate #
5871983, HIV-1 assays, plate # 5871296, HBC assays, plate # 5870693, CMV assays, plate #
4467950, and HBsAg assays, piaie # 5870870.
b. Failure to document post transfusion ABO and Rh results performed on the blood

unit investigated for transfusion reaction.
2. Failure to maintain and/or follow adequate written standard operating procedures.
a. Failure to maintain a written standard operating procedure for the re-reading of viral

test assays.
b. The standard operating procedure for the quality control of platelets was not
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followed, nor was there a corrective action procedure for platelet yields which are out of
range.

c. Failure to maintain a written standard operating procedure for the training of
technicians and supervisors.

d. Failure to follow the standard operating procedure for the calibration of the

Quantum II spectrophotometer.
e. Failure to maintain a written standard operating procedure addressing security

access to critical functions on thewSlsiilNeee@UESINGE tcsting equipment.

f. Failure to maintain a written standard operating procedure for the maintenance of
the water system used in testing with the«SNSNSRRINbGden system.

3. Failure to maintain written validation pro and proc
maintenance for the mcomnuter sy em versionﬂ

The above violations are not intended to be an all-inclusive list of deficiencies at your
facility. You are responsible for investigating and determining the causes of the violations and
taking whatever action you deem necessary to correct these deviations.

You should take prompt action to correct these deviations. Failure to promptly correct
these deviations may result in'regulatory action without further notice. Such actions include
seizure and/or injunction. .

We acknowledge that you have submitted to this office a response (your letter of May
23, 1997) to the Inspectional Observations which were issued at the end of the inspection.
Your response outlines a number of actions taken or to be undertaken to correct the violatio
A follow-up inspection will be required, however, to assure that the corrections are adeq _13;,
and have been implemented.

e tape printed by the reader were physicaily cut off,
a record indicating that re-reads have occurred. These observations, and the

o1

lack of documentation for the reason for the re-reaas, raise concern about the renatnhty of the
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testing conducted on the units involved.

Observation #4. Your new and revised procedures must include adequate monitoring of testing
procedures. Your quality assurance program must encompass appropriate standards for
personnel, procedures, equipment, and record keeping to ensure product quality. We
acknowledge your new standard operating procedure, and a future inspection will be conducted
to assess its adequacy and implementation. Your new SOP should also include the instruction

that initial and re-read tapes should not be altered.

Observation #7. Your new SOP regarding control of platelets should expand upon what an
investigation should encompass and should clarify what corrective action is necessary when

yields are out of specification.

Observation #9. Written training procedures should be established for supervisors as well as
technologists.

Your reply to this letter should be sent, within 15 days of the receipt of this letter, to
Inigtratinn A Arly Mictrmiaé Q&N Thicd Accnes A Do~ 11 ..
the Food and Drug Administration, New York District, 850 Third Avenue, Brooklyn, NY
11951219 Attnamtsmems T arvaensa nn ™ AT194 N 12 e NLLT
11252, Attention: Laurence D. Daurio, Compliance Officer.
smcerely,

i/
' . Mzu—«é /; APve\e

- Brenda J. Ho!gxan
Disirict Director
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cc: Paul Marks MD
President
Memorial Sloan Kettering Cancer Center
1275 York Avenue
New York, NY 10021

cc: Dr. Jeann

w
S
()
o
=
-]
m
3
o
i3



